AUSTRALASIAN HFG STANDARD COMPONENTS

Room Layout Sheet

The use of nitrous oxide in operating theatres, procedural suites and emergency departments is declining due to a range of clinical and
environmental concerns. It is, however, still commonly used in maternity and paediatric services. With the exception of maternity and paediatric

gas sources, operational considerations such as monitoring and measurement of usage, and management of leakage.

services, reticulated nitrous oxide and associated scavenge outlets are to be considered optional. Where found to be clinically necessary, provision
of nitrous oxide via piped outlets or via cylinder is to be determined at a project level, based on an assessment of expected clinical needs, security of
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CODE DESCRIPTION CODE DESCRIPTION CODE DESCRIPTION || (OPTIONAL) L o 1
DWPR-005 DOOR PROTECTION: protection plate to 900 AFFL FIJO-218 CUPBOARD: tall, double door, adj shelves, lockable, heavy duty MGAS-053 OUTLET: scavenge, on services panel | © 6 ELPR-001  WLSH-004 \TSE—029 Il -
ELBO-012 SWITCH: light, dimmer FLSK-010 SKIRTING: vinyl, floor vinyl coved, 150H, prefinished MGAS-062 OUTLET: suction, on services panel ‘ [ g o} ELBO-012 {1 |
ELGP-101 GPO: single, ceiling mounted FLVY-007 FLOOR FINISH: vinyl, seamless, coved, standard slip resistant MGFP-002 FLOWMETER: medical air A =2 | i8] L MEGE-007 | :
ELGP-109 GPO: single, wall mounted FQBS-030 CHAIR: visitor, patient MGFP-004 FLOWMETER: oxygen | % HH I8
ELGP-110 GPO: single, wall mounted, cleaner FQCW-005 BIN: waste, clinical, 20L MMBE-042 SLIDE: patient - g o - T~ ~ -
ELGP-122 GPO: emergency power, single, on services panel FQCW-016 BIN: waste, general, 20L MMGE-002 ADAPTER: suction ‘ - |ITCL-012 Ve ~ - ‘
ELGP-203 GPO: double, in floorbox HYBA-010 BASIN: handwash, Type B MMGE-045 IV STAND: mobile \ FLGP < HYBA-010 FIHR-077 / \\ y /s [
ELGP-208 GPO: double, wall mounted HYTP-037 TAPWARE: mixer, elbow levers MMGE-048 LINEN CARRIER: dirty, single | ELGPiggg 5 FQCW-01 i =3 \ / ‘
ELGP223 _ |GPO: emergency power, double, wall mounted ITCL-004 BUTTON: nurse call, emergency MMGE-091 | SPHYGMOMANOMETER: portable A b o = FOBSQ (7 Yy 2y s |
ELPR-001 BODY PROTECTED ELECTRICAL AREA ITCL-008 BUTTON: nurse call, staff assist MMGE-100  [SUCTION BOTTLE | _i L _J | D/ \/ |
ELPR-006 RCD: residual current device ITCL-012 CAMERA: observation MMGE-142 TROLLEY: sharps bin L " [ = v =
ELPR-007 UPS: status indicator ITCL-014 CLOCK: analogue, electric MMMI-107 INJECTOR: contrast, CT, ceiling mounted n —_—— 77 777777777 *\7 777777 -
FIDI-001 DISPENSER: alcohol based hand rub ITIN-011 OUTLET: data, single RJ45, ceiling mounted MMMI-207 DEVICE: imaging, PET/CT — | DWSC-034 — |
FIDI-014 DISPENSER: disposable glove ITIN-016 OUTLET: data, single RJ45, wall mounted MMMI-209 PHANTOM: PET/CT © B < o o B - Q_‘ DOOR: 1800mm c/o,
FIDI-025 DISPENSER: paper/hand towel ITIN-025 OUTLET: data, double RJ45, on services panel MMMI-217  |TABLE: patient, fixed, PET/CT &g % g 88 g double leaf, solid core, lead
FIDI-030 DISPENSER: soap ITIN-026 OUTLET: data, double RJ45, wall mounted MMMI-218  |LASER: positioning lights, PET/CT EE @ 2252 8 AUSTgeISIB%b pS'PmEN
FIDI-031 DISPENSER: soap antiseptic ITIN-143 FLOORBOX: for power, data, AV, flush mounted MMMI-377 WARMER: contrast \NTEHLéCK SHIELDED
FIHR-019 BRACKET: for suction bottle ITNE-053 TELEPHONE: handset, wall mount, handsfree MMSP-026 SERVICES PANEL: wall mounted '
FIHR-030 HOOK: equipment, on mounting plate ITSE-025 DOOR RELEASE: access control, remote activation WLSH-004 SHIELDING: lead lining PLAN
FIHR-077 BRACKET: for observation camera, ceiling mounted ITSE-029 INTERCOM: audio, wall mount WLWA-004 WALL FINISH: paint, acrylic, washable NOTE: CONTROL AND EQUIPMENT
FIHR-078 BRACKET: for observation camera, wall mounted LIFX-002 LIGHT: illuminated sign, "X-Ray in Use" WLWA-007 WALL FINISH: splashback ROOM MUST BE LOCATED IN CLOSE
FIHR-092 HOOK: anchor, patient ladder LIFX-038 LIGHT: backlit feature panels WLWA-020  |WALL FINISH: vinyl, to 1500 AFFL PROXIMITY AND IN ALIGNMENT WITH
FIJO-059 BENCH TOP: 600D, joinery under, laminate finish MEGE-007 | CONTROL PANEL: temperature WLWA-025  |WALL FINISH: vinyl, to 1200 AFFL PET/CT VENDOR REQUIREMENTS.
FIJO-136 CUPBOARD: underbench, double door, adj shelves, lockable MGAS-022 OUTLET: medical air (MA), on services panel
FIJO-141 CUPBOARD: underbench, single door, adj shelves, lockable MGAS-032 OUTLET: nitrous oxide (N20), on services panel
FIJO-212 BULKHEAD: joinery MGAS-042 OUTLET: oxygen (02), on services panel
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CODE DESCRIPTION CODE DESCRIPTION CODE DESCRIPTION
DWPR-005 DOOR PROTECTION: protection plate to 900 AFFL FIJO-212 BULKHEAD: joinery MGAS-032 OUTLET: nitrous oxide (N20), on services panel
ELBO-012 SWITCH: light, dimmer FIJO-218 CUPBOARD: tall, double door, adj shelves, lockable, heavy duty MGAS-042 OUTLET: oxygen (02), on services panel
ELGP-101 GPO: single, ceiling mounted FLSK-010 SKIRTING: vinyl, floor vinyl coved, 150H, prefinished MGAS-053 OUTLET: scavenge, on services panel
ELGP-109 GPO: single, wall mounted FLVY-007 FLOOR FINISH: vinyl, seamless, coved, standard slip resistant MGAS-062 OUTLET: suction, on services panel -
ELGP-110 GPO: single, wall mounted, cleaner FQBS-030 CHAIR: visitor, patient MGFP-002 FLOWMETER: medical air §
ELGP-122 GPO: emergency power, single, on services panel FQCW-005 BIN: waste, clinical, 20L MGFP-004 FLOWMETER: oxygen L5888y B
N Q QT o T T
ELGP-203 GPO: double, in floorbox FQCW-016 BIN: waste, general, 20L MMBE-042 SLIDE: patient g g g 5555
ELGP-208 GPO: double, wall mounted HYBA-010 BASIN: handwash, Type B MMGE-002  |ADAPTER: suction Edooodo
ELGP-223 GPO: emergency power, double, wall mounted HYTP-037 TAPWARE: mixer, elbow levers MMGE-045 IV STAND: mobile
ELPR-001 BODY PROTECTED ELECTRICAL AREA ITCL-004 BUTTON: nurse call, emergency MMGE-048  |LINEN CARRIER: dirty, single =[] [o/ofo|o Fjo -t!i -t!i (o
ELPR-006 RCD: residual current device ITCL-008 BUTTON: nurse call, staff assist MMGE-091 SPHYGMOMANOMETER: portable L
ELPR-007 UPS: status \‘ndlcalor ITCL-012 CAMERA observation . MMGE-100 SUCT\ON‘BOTTLE . MMSP-026 s § <Z:( §§ %%% <Z:( §§ é’% §%
FIDI-001 DISPENSER: alcohol based hand rub ITCL-014 CLOCK: analogue, electric MMGE-142  |TROLLEY: sharps bin S 25 AL ILDES P doh db
FIDI-014 DISPENSER: disposable glove ITIN-011 OUTLET: data, single RJ45, ceiling mounted MMMI-107  |INJECTOR: contrast, CT, ceiling mounted 23 5 ég ég S 5 gé gé ;Bé
FIDI-025 DISPENSER: paper/hand towel ITIN-016 OUTLET: data, single RJ45, wall mounted MMMI-207 DEVICE: imaging, PET/CT - = =
FIDI-030 DISPENSER: soap ITIN-025 OUTLET: data, double RJ45, on services panel MMMI-209 PHANTOM: PET/CT
FIDI-031 DISPENSER: soap antiseptic ITIN-026 QUTLET: data, double RJ45, wall mounted MMMI-217 TABLE: patient, fixed, PET/CT .
FIHR-019 BRACKET: for suction bottle ITIN-143 FLOORBOX: for power, data, AV, flush mounted MMMI-218 LASER: positioning lights, PET/CT ELEVATION 5 ( 1 ' 25 @ A3 )
FIHR-030 HOOK: equipment, on mounting plate ITNE-053 TELEPHONE: handset, wall mount, handsfree MMMI-377 WARMER: contrast
FIHR-077 BRACKET: for observation camera, ceiling mounted ITSE-025 DOOR RELEASE: access control, remote activation MMSP-026 SERVICES PANEL: wall mounted
FIHR-078 BRACKET: for observation camera, wall mounted ITSE-029 INTERCOM: audio, wall mount WLSH-004 SHIELDING: lead lining
FIHR-092 HOOK: anchor, patient ladder LIFX-002 LIGHT: illuminated sign, "X-Ray in Use" WLWA-004 WALL FINISH: paint, acrylic, washable
FIJO-059 BENCH TOP: 600D, joinery under, laminate finish LIFX-038 LIGHT: backlit feature panels WLWA-007 WALL FINISH: splashback
FIJO-136 CUPBOARD: underbench, double door, adj shelves, lockable MEGE-007 CONTROL PANEL: temperature WLWA-020 WALL FINISH: vinyl, to 1500 AFFL
FIJO-141 CUPBOARD: underbench, single door, adj shelves, lockable MGAS-022 OUTLET: medical air (MA), on services panel WLWA-025 WALL FINISH: vinyl, to 1200 AFFL
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